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Includes Commercial 
Required for System 


MP 
NUMBER 


MP-10671 


_ MP-10594 


MP-10204 


MP-10211 


MP-~10293 


MP-10137 


MP-10330 


MP-10359 
-MP-10206 


MP-10718 
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” §PECIAL LIST 


Supercedes: 11 May 56 pice 


LIST- H 


COMMERGIAL TEST EQUIPMENT 


UNIT 
NOMENCLATURE COsT 
Amplifier, Video g 150.00 


HEWLETT-PACKARD Model 526A 
for use with 524B Electronic 
Counter 


Case, Instrument 41,87 


ELGIN METALFORMERS CORP 
Type FR-43 - for use with 


Tektronix type 161 and 162 generat- 
ors and type 160A power supply 


Converter, Frequency 250, 00 


HEWLETT-PACKARD Model 525A 
for use with 524B Electronic 
Counter 


Counter, Electronic 


HEWLETT-PACKARD Model 524B 2150, 00 


Frame, Rack-Mounting Adapter 5.00 


TEKTRONIX Type FA160 

for use with type 161 and 162 
generators and type 160A 
power supply 


Generator, Pulse , 565.00 


HEWLETT-PACKARD Model 212A 


Generator, Pulse 95.00 


. TEKTRONIX Type 161 


Generator, Waveform 95.00 


TEKTRONIX Type 162 


Oscillator, Audio 159,09 


HEWLETT-PACKARD Model 200CD 


Oscilloscope, Cathode-Ray 1300, 00 


TEKTRONIX Type 535 


5 


\ 


\ 
\ 
\ 
\ 

1 


OF EQUIPMENT FOR SYSTEM 2 
BASE-STATION RECEIVING EQUIPMENT 


Test Equipment and Special Equipment 
2 Base-Station Receiving Equipment 


NO. OF 


UNITS 


1 


AMOUNT 


fp 150,00. 
41,87 


250,00 


2180, 00 
5.00 


565.00 
190, 00 

95,00 
150.00 


1300.00 


12. 


i3. 
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MP — 
NUMBER 


MP- 10543 


MP-10601 


MP-10736 


MP-10755 


MP-10213 


MP-10707 


LIST - H 


“NOMENCLATURE 


Power Supply 
TEKTRONIX TYPE 160A 
for use with type 161 and 
162 generators 


Preamplifier, Dual Trace 
Plug-In 

TEKTRONIX Type 33/54C 
for use with Type 535 
Oscilloscope 


Preamplifier, Wide-Band 
High Gain Plug-In 
TEKTRONIX Type 53/54B 
for use with type 535 
Oscilloscope 


Time Interval Unit 
HEWLETT-PACKARD Model 526B 
for use with 524B Electronic 
Counter 


Voltmeter, Vacuum Tube 
HEWLETT-PACKARD Type 410B 


Voltmeter, Vacuum Tube - VOM 
TRIPLETT Model 631 


UNIT 


COST 


g 140.00 


275.00 


125.00 


175.00 


245,00 


59.50 


SUUsfthoordBebberiSe — | 


upercedes: 11 May 56 


NO. OF 

UNITS AMOUNT 
1 g 140.00 
1 275.00 
l 125.00 
l 175.00 
1 245,00 
1 59, 50 
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ITEM 
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MP 


NUMBER 


MP-10432 


MP-10463 
MP-10536 
MP-10540 
MP-10465 


MP-10485. 


MP-10448 
MP-10338 
MP-10447 
MP-10399 
MP-10479 


MP-10452 


MP-19609 | 


MP-10620 
MP-10491 
MP-10596 
MP-10679 
MP-10476 
MP=10619 
MP-10538 
MP-10602 


Supercedes: 


LIST - H 
SPECIAL TEST EQUIPMENT 
UNIT 
NOMENCLATURE 


Channel Switch for Unit 71 
Extention Test Boards for 
Unit 14A; 

24-1 

24-2 

24-3 

24-4 


24-54 


24-14 
24-15 
14Al1-3 
24-5B 
14A2-1 
14Az22 
Extention Test Boards for 
Unit 73A: 
63-1 
63-2 
63-5 
T3A-1 
73A-+2 
73A-3 
T3A-4 
T3A-5 
T3A-6 


COsT 


1 October 


i3be 


AMOUNT 
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ITEM 
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MP 


NUMBER 


MP-10824 


MP-10799 


MP-10376 
MP-10353 


LIST - H 


' NOMENCLATURE 


Power Supply Junction Box 
for System 2 Base- Station 
Receiving Equipment 


Test Set for System 2 Base- 
Station Receiving Equipment 


Test Set for Unit 734 
Test Set for Unit 14 


UNIT 


COSsT 


Supercedes: 


UNITS AMOUNT 
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